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The post-potting fixed-coil measurements are anomolous. It appears there is a delay in reaching full field in the three 

"normal" circuits (the "skew" circuits appear to not be affected). This appears to be almost identical to the problem with 

BMA031 (see also DR 4505). See attached plots from Joe DiMarco.
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YES NO

Use as is (the very last "spare" magnet).

Disposition verify notes: Anomoly never fully understood - see DR 4505 for full details.

Closeout notes: None.
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